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ABSTRACT

The simulation of the effect of a high intensity ultrasound
interstitial therapy is mainly connected on an accurate esti-
mation of the pressure delivered by the transducer. This pa-
per describes and evaluates several simplifications methods
used to estimate this pressure field and the induced acoustical
power.

1. INTRODUCTION

Interstitial ultrasound applicators are now proposed for the
curative treatment of hepatocellular carcinoma (HCC) [1].
Interstitial ultrasound offers the advantage to be more con-
trollable in depth and direction than other interstitial heating
modalities. Like any other minimally invasive image guided
therapy, its clinical application requires an efficient planning
at the pre-operative stage. Thus, in addition to the classical
image processing issues (segmentation, registration, render-
ing, etc.), a physically-based model of the thermal dose to be
delivered must be designed. Classically in hyperthermia, the
tissue temperature T evolution over time (and so the estima-
tion of the necrotic volume) is obtained by solving Pennes’
bioheat transfer equation (BHTE) [2] which can be summa-
rized by: ρC ∂T

∂t = k∇2T + hb + Q where ρ and C refer to
tissue density and specific heat, k the thermal conductivity of
tissue, hb the rate of heat transfer per unit volume of tissue
induced by the blood perfusion and Q the rate of the heat
per unit volume of tissue produced by the source. In the
case of ultrasound therapy, Q is an acoustical power given
by: Q = µ0fp2/ρc where µ0 is the absorbtion coefficient
of ultrasound in tissues; f , the ultrasound frequency; c, the
ultrasound velocity and p, the pressure delivered by the ultra-
sound device. The estimation of an accurate pressure field p
is one of the key points of the simulation. Under some lin-
earity assumptions the pressure field can be exactly estimated
on the basis of the Rayleigh integral. However, the numerical
resolution of the Rayleigh integral is very computation in-
tensive. This computation can be simplified by help of some
assumptions about tissue spatial homogeneity and invariance
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of its acoustic properties. In this paper we will examine these
assumptions and evaluate their impact on computation speed
and accuracy of the estimated pressure field.

2. METHODS

2.1. Ultrasound device and principle of the acoustic pres-
sure computation

The modeled therapeutic ultrasound device (Fig. 1) was com-
posed of a small (3 mm x 9 mm) planar ultrasonic mono-
element transducer encapsulated in a ∅ 4 mm cylindrical in-
terstitial applicator. The transducer was air-backed, so ultra-
sound was only propagated forward. The front transducer
face was cooled by a continuous flow of degassed water main-
tained at a constant temperature.

Fig. 1. Ultrasound device geometry and coordinates system.

The goal of the work is to compute the acoustic pressure
at the location points M sampled in the volume in a cartesian
or cylindrical coordinates system.

In our study, with a non-focused plane transducer, the
propagation can be considered as linear. The pressure field
can be exactly computed for the entire volume on the basis
of the Rayleigh integral with O’Neil’s hypotheses [3]. The
transducer of surface S is sampled into elements of surface
∆S which size is negligible in comparison with the wave-
length λ; M and one element of surface ∆S are connected by
a straight segment ∆SM of length l sampled into elements
∆l. The pressure at a location M is given by the discrete
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version of the Rayleigh integral:

p(M) =

∣∣∣∣∣
∑

S

j
p0

λ
∆S

exp−jkl

l
exp−f

Pl
i=1 αi∆l

∣∣∣∣∣ (1)

with p0 the pressure at the transducer surface (Pa), k the
wave number (2π/λ), f the transducer frequency (Hz) and αi

the tissue attenuation coefficient at location i along the line
segment ∆SM (Np ·m−1 ·MHz−1).

This twofold integration (over the surface of the trans-
ducer and the segment ∆SM ) is very computation intensive.
Some simplifications are usually made in order to accelerate
the simulation.

2.2. Homogeneous tissue

The tissues are assumed to be homogeneous around the ap-
plicator and its physical properties (the tissue attenuation co-
efficient) constant in time. The volume is thus composed by
2 elements: the cooling water of the transducer and the tissue
with respectively an attenuation coefficient of α1 and α2.

The simulation can be accelerated using:

1. Symmetry. The simulated air-backed transducer pro-
viding only forward waves and the homogeneous
medium of propagation allow computing pressure in a
quarter of a space in front of the propagation axis only
for symmetry reasons.

2. Rayleigh integral simplification. The propagation of a
wave from one element of surface ∆S to M is carried
through only 2 media: the cooling water of the trans-
ducer (α1, l1) and the tissues (α2, l2). Because α1 is
negligible and p0 is estimated at the surface of the ap-
plicator, Eq. 1 can therefore be simplified as:

p(M) =

∣∣∣∣∣
∑

S

j
p0

λ
∆S

exp−jkl

l
exp−fα2l2

∣∣∣∣∣ (2)

3. Transducer sampling. The size of ∆S must be negligi-
ble in comparison with the wavelength λ. A size of ∆S
between λ/10 and λ/5 is currently admitted. A large
size of ∆S would permit to speed up the computation
but a good compromise between the large size of ∆S
and the calculation accuracy must be found.

4. Adaptative volume sampling. The pressure variation
is not constant over the volume. The regions near the
transducer, presents large pressure variation in the con-
trary of the more distant regions where the pressure is
almost constant. We used an adaptative sampling of
the points M over the volume. The pressure is first
computed on one sample point every 8 sample points
on each direction. If the pressure values computed on

adjacent sampled points is bellow than a first thresh-
old P1 = max(p)/2 or if the difference between those
pressure values is less than a second threshold P2 =
max(p)/100, the pressure on the intermediate sample
point is computed by interpolation, otherwise by Eq. 2.

5. Rayleigh integral approximation. In an early work,
Freedman [4] made some approximations on the

∫
S

exp−jkl

l
phase term of the integrant of Eq. 2: 1) the amplitude
term 1/l is approximated by 1/L where L is the dis-
tance between M and the center O of the transducer;
2) the distance l in exp−jkl is expanded binomially
and the first two terms are kept. This later approxima-
tion allows to formulated the integration over S in the
form of complex Fresnel integrals which can be easily
estimated:

pn(M) =
∫

S
exp−jkl

l ≈ x
2L exp−jkx(F[β(y + a)] −

F[β(y − a)])(F[β(z + b)] − F[β(z − b)]), with a and
b the half width of the transducer in direction y and z;
β =

√
k/πx and F[ξ] =

∫ ξ

0
expjπζ2/2 dζ, the com-

plex Fresnel integral which can be evaluated using fast
rational approximation or pre-computed on a look-up-
table. More recently Mast et al. [5] add an attenuation
term but only between M and the center O of the trans-
ducer:

p(M) =
∣∣∣p0

λ
pn(M) exp−fα2L2

∣∣∣ (3)

where L2 = L− applicator radius. However, these ap-
proximations are only valid on a certain distance from
the transducer. Freedman [4] found the minimum axial
range: xmin = b

√
1 + (a/b)2/ tan 32◦ ≈ 15mm.

2.3. Dynamic tissue attenuation and absorption coeffi-
cients variation

The absorption α and attenuation µ0 coefficients associated
to a given tissue change as temperature changes and as tissue
necroses (usually these both coefficients are supposed to be
very close, on the rest of the paper this coefficients will be
considered as equal). The attenuation coefficient is no more
constant over the volume. The attenuation coefficient curves
(ie coefficient variation vs. temperature) was measured for
various tissues [6]. For liver, Connor et al. [7] made a 6th
order polynomial approximation of the experimental data (see
curve in Fig. 2).

It has been shown through simulation that the shape and
size of the resulting necrotic volume is significantly different
when this variation is taken into account from the one ob-
tained when this tissue property is considered constant [8].

This variation of α and µ0 will have two impact on the
simulation because: 1) the acoustical power Q is directly pro-
portional to µ0, and 2) the pression estimation is dependant to
α.
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Fig. 2. Linearized tissue attenuation coefficient vs. tempera-
ture.

The first point can be easily integrated in the computation
framework of Q = µ0fp2/ρc. At a time step, the BHTE gives
the temperature on each point M . The absorbtion coefficient
µ0 can then been directly estimated from the curve shown in
Fig. 2.

Considering the second point, because the hypothesis of
homogeneity of the tissue properties is no more true, some
previous described simplifications of the estimation of p (#1-
symmetry, #2-Rayleigh integration simplification and #5-
Ray- leigh integral approximation) cannot be used anymore
or must be adapted. The reference algorithm based on Eq. 1
induces a tremendous computing time. However, several new
simplifications can be proposed in order to reasonably reduce
this computing time without loosing accuracy:

6. Segments coherence. Adjacent ∆SM segments share
almost the same attenuation properties. For nine ad-
jacent connected transducer surface element ∆S, we
compute the exp−f

Pl
i=1 αi∆l term of Eq. 1 for only the

∆SM segment which originates from the central sur-
face element and apply this term to the segments which
originate from the eight adjacent surface elements.

7. Attenuation approximation. Mast et al. [5] extend the
previous idea and apply only the attenuation term com-
puted between M and the center O of the transducer.
This attenuation term can so be multiplied outside of
the integrant.

3. RESULTS

We simulated the pressure field p and the power deposit Q
induced by a 5 MHz transducer with a acoustical intensity of
40W/cm2. The volume was regularly sampled on 191x100
x121 points.

3.1. Homogeneous tissue

The volume computed with a transducer sampled by ∆S with
a size of λ/10 will be considered as the reference. Several

Table 1. Pressure field estimation errors and computation
time vs. simplification methods

mean abs mean rel RMS comp. acc.

error error % error time (mn) rate

λ/10 0 0 0 60.5

λ/8 160 0.1 265 38.9 1.6

λ/6 511 0.32 845 21.8 2.8

λ/5 869 0.54 1439 15.2 4

λ/4 1543 0.96 2564 9.7 6.2

λ/2 8047 5.1 13802 2.4 25

#4 1705 1.2 4928 4.4 13.75

#5 59473 23 108494 0.29 (s) 12500

#6 0 0 0 38

#7 30276 15 42516 5.3 7.2

measurements have been performed to compare the pressure
field obtained by the several simplification methods to the ref-
erence one: mean absolute error, mean relative error, RMS er-
ror, computation time and acceleration rate (computation time
of the volume computed with λ/10 divided by computation
time of the volume computed with the accelerated method).

Effect of the transducer sampling (simplification #3). In
Eq. 2, the size of ∆S is increased from λ/10 to λ/2. The
results summarized on Table 1 shows that until λ/5, the errors
remain relatively low with a real gain in computation time.
For the rest of the paper, a ∆S size of λ/5 will be considered.

Adaptative volume sampling (simplification #4). Beyond
the several tests we made, we retains the case where ∆S had
a size of λ/5. In this case, the pressure value was only com-
puted on around 30% of the volume sampling points. The
errors are still reasonable with a good computation speed-up
(see the line labeled #4 on Table 1).

Rayleigh integral approximation (simplification #5). This
method is very fast (less than a second) but with very high
errors (see see the line labeled #5 on Table 1).

3.2. Dynamic tissue attenuation and absorption coeffi-
cients variation

In order to evaluate the impact of α and µ0 within the esti-
mation of p and Q, we take a temperature map computed by
simulation from a previous work [8]. Using the curve shown
in Fig. 2, we estimated the coefficients α and µ0 for each sam-
pling points M .

Influence of α for the pressure field estimation. We simu-
lated the pressure field using the two methods described pre-
viously: simplifications #6 (segments coherence) and simpli-
fication #7 (attenuation approximation). In order to decrease
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the computation time, the pressure fields were computed by
adaptative volume sampling with a ∆S size of λ/5. Fig. 3
shows the profile of the pressure field along the x axis (y=0,
z=0, see Fig. 1 for the coordinates system definition). The
profiles are notably different when the absorption coefficients
variation is taken (labels: Segment coherence and Att approxi-
mation) or not (label: Constant alpha) into account. Compar-
ing now the two simplifications methods, even if their profiles
seems to be close, some differences exist between these two
methods (see Table 1, lines labeled #6 and #7; the simplifica-
tion method #6 was considered as reference for the errors and
the acceleration rate). If we have a closer look to the loca-
tions of these errors, they mostly happen near the applicator
on a distance less than 10 mm to its center.

Fig. 3. Pressure along the axial direction.

Influence of µ0 for the acoustical power estimation. Fig. 4
shows the profile of the acoustical power field along the x
axis. Three curves are represented: the field estimated with:
1) constant µ0 and α (label: mu constant); 2) the variation of
µ0 but with constant α (label: mu varying, alpha constant)
and 3) the variation of both µ0 and α (label: mu and alpha
varying). The profiles are notably different depending on the
complexity of the model.

Fig. 4. Acoustical power along the axial direction.

4. DISCUSSION AND CONCLUSION

The previous results demonstrate that the level of realism of
the models has a direct impact on the simulated pressure field
and acoustical power deposit but to the detriment of computa-
tion time. However, some simplifications lead to faster com-
putation, but with higher errors. Further studies have to be
performed in order to evaluate the impact of these errors on
the temperature estimation. We expect that these errors on the
acoustical power deposit could have only a small impact on
the BHTE. Experimental validation should also be performed
to validate the models.
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