
HAL Id: hal-00761896
https://hal.science/hal-00761896

Submitted on 6 Dec 2012

HAL is a multi-disciplinary open access
archive for the deposit and dissemination of sci-
entific research documents, whether they are pub-
lished or not. The documents may come from
teaching and research institutions in France or
abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est
destinée au dépôt et à la diffusion de documents
scientifiques de niveau recherche, publiés ou non,
émanant des établissements d’enseignement et de
recherche français ou étrangers, des laboratoires
publics ou privés.

Achieving high spatial resolution and high SNR in
low-field MRI of hyperpolarised gases with Slow Low

Angle SHot
Kayum Safiullin, Cavin Talbot, Pierre-Jean Nacher

To cite this version:
Kayum Safiullin, Cavin Talbot, Pierre-Jean Nacher. Achieving high spatial resolution and high SNR
in low-field MRI of hyperpolarised gases with Slow Low Angle SHot. Journal of Magnetic Resonance,
2013, 227, pp.72-86. �10.1016/j.jmr.2012.11.025�. �hal-00761896�

https://hal.science/hal-00761896
https://hal.archives-ouvertes.fr


Preprint (December 6, 2012), to be published in the Journal of Magnetic Resonance.

Achieving high spatial resolution and high SNR in low-field MRI of

hyperpolarised gases with Slow Low Angle SHot

Kajum Safiullin∗, Cavin Talbot, and Pierre-Jean Nacher†

Laboratoire Kastler Brossel, ENS; CNRS; UPMC; 24 rue Lhomond, F-75005 Paris, France.

Abstract MRI of hyperpolarised gases is usually performed with fast data acquisition to achieve high spatial
resolutions despite rapid diffusion-induced signal attenuation. We describe a double-cross k-space sampling scheme
suitable for slow low angle shot (SLASH) acquisition and yielding an increased SNR. It consists of a series of anisotropic
partial acquisitions with a reduced resolution in the read direction, which alleviates signal attenuation and still provides
a high isotropic resolution. The advantages of SLASH imaging over conventional FLASH imaging are evaluated
analytically, using numerical lattice calculations, and experimentally in phantom cells filled with hyperpolarised 3He-
N2 gas mixtures. Low-field MRI is performed (here 2.7 mT), a necessary condition to obtain long T ∗2 values in lungs
for slow acquisition. Two additional benefits of the SLASH scheme over FLASH imaging have been demonstrated: it
is less sensitive to the artefacts due to concomitant gradients and it allows measuring apparent diffusion coefficients
for an extended range of times.
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1 Introduction

Two well-identified issues specific to MRI with hyperpo-
larised (HP) gases strongly affect sequence design and
performance. Firstly, the initially available magnetisa-
tion is non renewable and thus has to be used up effi-
ciently. Small tip angle excitation, based on the FLASH
(Fast Low Angle SHot) sequence [1] is most often used
for radial or Cartesian k-space sampling, sometimes with
a variable flip angle approach [2]. Secondly, high gas dif-
fusivity leads to rapid signal loss and to image blurring,
which sets joint constraints on the acquisition time and on
the readout gradient. Increasing the spatial resolution of
images implies acquiring more k-space data, using smaller
tip angles and faster acquisition rates, at the expense of
the signal-to-noise ratio (SNR). Alternative routes for HP
gas lung MRI have been evaluated using single-shot se-
quences, such as EPI [3, 4] or RARE [5, 6, 7], or us-
ing schemes similar to steady-state free precession imag-
ing [8, 9]. All these methods yield an increased SNR but
are adversely affected by gas diffusion.

Here, we propose a dedicated k-space sampling scheme
that can take better advantage of the available signal life-
times T ∗2 and is more immune to gas diffusion-induced
attenuation since acquisition is performed with a moder-
ate applied read gradient: Slow low-angle shot (SLASH)
imaging is designed to combine high resolution and high
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SNR for HP gas MRI. Slow acquisition imaging of HP
gases in lungs is expected to be most efficient at low or
moderate applied fields (e.g., 1-100 mT), since high fields
(e.g., 1.5 T and above) induce short values for T ∗2 (of the
order of 10 ms at 3 T) due to susceptibility-induced field
gradients at alveolar scales [10, 11, 12].

The sensitivity of gas MRI to diffusion-induced attenua-
tion indeed imposes limitations on acquisition parameters
and sequence performance, but may also be exploited, in
combination with imaging schemes, to probe geometrical
restriction of gas diffusion by local sub-voxel structures.
Measuring apparent diffusion coefficients (ADC) is a stan-
dard characterisation method in various porous media and
ADC of HP gas in lungs has been extensively studied in a
wide range of situations. Short-range ADC, conveniently
measured using short (a few ms) diffusion-sensitising bipo-
lar gradient pulses, probe displacements of 3He atoms on
the order of the alveolar diameter. ADC maps associ-
ated with diffusion over large distances and long times,
which provides more information on the connectivity of
lung air spaces at the cm scale (that of the acinus), are
usually obtained with less sensitive stimulated echoes [13]
or spin tagging [6] methods. Short- and long-range ADC
differ by as much as one order of magnitude; they appear
to have different sensitivities and specificities to different
lung characteristics and pathologies [13, 14, 15, 16]. Using
a double-echo imaging sequence can alternatively provide
accurate ADC maps, in which the diffusion-sensitising
gradient is the imaging read gradient. With SLASH imag-
ing, the probed diffusion time in such double-echo schemes
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can potentially be varied over a broad range of values, es-
pecially for low applied magnetic fields and long T ∗2 , and
so the variation of ADC maps with sensitising time can
be studied with a single, high-SNR method.

The article is organised as follows: in the next section,
we first theoretically evaluate the effect of free diffusion
on signal attenuation, image resolution, and SNR. Given
the different impacts of the phase encode and read gra-
dients on signal attenuation, we subsequently introduce a
k-space sampling scheme that is suitable for SLASH imag-
ing. We then present numerical lattice simulations used to
study the effects of edge enhancement in bounded samples
and of the concomitant gradients that play an important
role in low field MRI. The experimental 2.7-mT system
and the phantom cells used for these in-vitro experiments,
and the image reconstruction method are then described.
Experimental results are finally presented and discussed:
SLASH images are compared to reference FLASH images
in terms of image resolution, inter-echo image attenua-
tion, and SNR. Following a summary and a discussion
of extensions of double-cross SLASH, supplementary ma-
terial for the evaluation of diffusion-induced attenuation
and of point-spread functions is provided in appendices.

2 Theoretical considerations

Evaluating the impact of atomic diffusion on the evolu-
tion of magnetisation with the complex interplay of the
local conditions (non-uniform gas number density and ef-
fective diffusion in heretogeneous porous media or in lung
airways), diffusion barriers (walls, obstacles), applied field
gradients and RF sequences in gas MR imaging can be a
tremendous task. Moreover, in high magnetic field B0, the
local effect of susceptibility-induced field inhomogeneities
in porous media may interfere with that of the applied
gradients and anyhow limits the lifetime T ∗2 of transverse
local magnetisations to values scaling as 1/B0 [10, 11, 12].

In this section, we address a much simpler situation
corresponding to the reported experimental study: hy-
perpolarised gas with uniform density is enclosed in a
non-relaxing container with a negligible amount of para-
magnetic O2 and the applied static magnetic field is as-
sumed to be uniform. Hence both the longitudinal and
transverse relaxation times are extremely long (they range
from minutes in this experiment to several hours or days
in optimised situations [17, 18, 19]). These relaxation pro-
cesses will thus be neglected. In the absence of sizeable
radiation damping, the longitudinal magnetisation den-
sity Mz(r) decreases from its initial value only due to
the repeated RF pulses. After p identical non-selective
pulses of tip angle α, the remaining magnetisation is

M
(p)
z (r) = µnρ(r)P cosp α, where µn is the magnetic mo-

ment of the considered nucleus, ρ(r) the gas density (uni-
form within the sample, null outside), and P the nuclear
polarisation initially prepared by optical pumping. The
Bloch equation ruling the evolution of the transverse mag-

netisation M+ is simply (using a complex representation):

dM+(r, t)

dt
= i ω(r, t)M+(r, t)−D4M+(r, t), (1)

where D is the gas diffusion coefficient.1 As usual, Eq. 1
is written for convenience in the rotating Larmor frame
and ω(r, t) is the local value of the Larmor angular fre-
quency shift resulting from the time-dependent applied
field gradients.

The time variation of the applied gradients during a
generic 2D projection low-angle shot (or spoiled gradient
echo) sequence is represented in Fig. 1. A double-echo
acquisition is performed to assess the effect of diffusion-
induced magnetisation losses on signal attenuation and on
the reconstructed images. The transverse magnetisation

TacqTacq

Tp

Gp

Gpre

Tpre

Tr T
r

-Gr

Gr

α

time

Figure 1: Generic 2D low-angle shot sequence. A non-
selective rf pulse is applied (tip angle α), followed by
a phase-encode gradient pulse (area GpTp) and a read
preparation gradient pulse (area GpreTpre). A double-
echo acquisition (read gradient areas ±GrTr) is used to
probe diffusion-induced signal losses. Data acquisition is
performed during Tacq while gradient intensities are sta-
ble. A spoiler gradient pulse (not shown) is applied in the
readout direction after the end of the acquisition.

just after tipping is M+(r, 0) = iM
(p−1)
z (r) sinα if the rf

pulse is applied along the x axis.

With this inital condition, the time evolution of M+

during the gradient sequence of Fig. 1 is first evaluated
assuming unbounded diffusion (section 2.1) and the re-
sulting values for the image spatial resolution and SNR
are derived (section 2.2). Based on these results, a new
k-space sampling scheme that allows combining slow ac-
quisition and high resolution is proposed and discussed
(section 2.3).

1For pure 3He gas at 1 atm and temperature T , the self-
diffusion coefficient is D=D3=1.967×(T/300)1.71cm2/s [20, 21].
For a binary mixture of 3He (molar fraction x) and nitrogen N2,
D−1=xD−1

3 + (1− x)D−1
3−N2, where the binary-diffusion coeffi-

cient is given by D3−N2=0.811×(T/300)1.65cm2/s [20, 22]. This
yields D=1.10 cm2/s for the gas mixtures used in this work (x=0.5,
T=20◦C).
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2.1 Attenuation for free diffusion

The well-known solution of Eq. 1 for applied uniform gra-
dients of fixed and mutually perpendicular directions eu
and ev, and time-varying amplitudes Gu(t) and Gv(t), is
given for unbounded diffusion by (eu and ev are unit vec-
tors, u and v stand for x, y or z):

M+(r, t) = M+(r, 0) exp(−b(t)D) exp(ik · r), (2)

with k(t) = γ

(
eu

∫ t

0

Gu(t′)dt′ + ev

∫ t

0

Gv(t′)dt′
)
,

(3)

and b(t) =

∫ t

0

(
k2u(t′) + k2v(t′)

)
dt′, (4)

where γ is the gyromagnetic ratio (γ=2π×32.434 MHz/T
for 3He). The sums in Eqs. 3 and 4 correspond to the
factorisation of the spatial dependencies of the transverse
magnetisation, and therefore the effects of the applied gra-
dients of Fig. 1 can be independently evaluated. The wave
vector k associated with the magnetisation helix and the
b-value leading to the global attenuation factor are ob-
tained by straightforward integration. For simplicity, we
assume in the following derivations that rectangular gra-
dient pulses are applied, with negligible ramp times, but
more realistic cases have indeed been considered. For the
phase-encode gradient, the values of k and b at the end of
the gradient pulse are given by:

kp = γGpTp and bp = k2pTp/3. (5)

For the read gradient, k linearly varies between±kr, where

kr = γGpreTpre = γGrTr/2, (6)

and the b-values b1 and b2 at the times of the centres of
the echoes, t1=Tpre+Tr/2 and t2=Tpre+3Tr/2, are given
by2:

b1 = k2r (Tpre/3 + Tr/6) and b2 = b1 + k2rTr/3, (7)

while during each echo i (i=1 or 2) the b-value linearly
varies with time as:

b(t) = bi + k2r (t− ti)/3. (8)

2.2 Scaling relationships for SNR and
resolution

MR images are reconstructed by Fourier transforms from
datasets acquired during the gradient echoes. Due to the
boundary condition imposed by the container walls, the
simple solutions derived in the previous section cannot
be simply linearly combined to infer the exact effect of
gas diffusion on the MR images. This will be addressed

2Here t1 and t2 are the values of the echo time TE for centred
echoes (Eq. 6). This could be adapted in a straightforward way for
partial echo acquisition schemes.

in Section 3 and in B. Still, evaluating the impact of
gas diffusion on image resolution and intensity using a
free diffusion assumption is a standard approach [5, 23,
24]. It provides a convenient way to (over) estimate signal
attenuation and to define ranges of acquisition parameters
that avoid strong diffusion-induced losses.

The conditions corresponding to bD � 1 for bp, b1, and
b2 can be written, in terms of the nominal resolutions δp =
π/ (γGpTp) and δr = π/ (γGrTacq) in the phase encode
and read directions:

Tp � 3δ2p/
(
π2D

)
, (9)

Tpre + Tr/2� 3δ2r (Tacq/Tr)
2
/
(
π2D

)
, (10)

and Tpre + 3Tr/2� 3δ2r (Tacq/Tr)
2
/
(
π2D

)
. (11)

If these conditions are fulfilled, significant effects of diffu-
sion are avoided. They are conveniently discussed using,
for instance, 3/

(
π2D

)
=1.6 ms/mm2 (the value for pure

3He gas). Equation 9 shows that, as derived in [23], mil-
limetre resolutions in the phase-encode direction can be
obtained using conventional hardware and 0.5-1 ms gradi-
ent durations. Similar resolutions can be obtained in the
read directions as well, provided that ultra-fast (sub-ms)
acquisition is performed (Eq. 10), but this is not nor-
mally done except in lung MRI of small animals where
high resolution is mandatory [25]. For a set read time,
the achievable resolution in the image reconstructed from
the second echo is indeed coarser, by an amount of order√

3 (Eq. 11). More details on the evaluation of diffusion-
induced attenuation from the chosen imaging parameters
and the differences between the effects of the phase-encode
and read gradients are provided in A.

A direct consequence of Eqs. 10 and 11 is that the
maximum acquisition time scales as δ2r (for Tpre ≈ 0 and
Tacq ≈ Tr), hence the sampling rate fsamp and the acqui-
sition bandwidth scale as δ3r (for a fixed field of view). As
a result, the SNR in the image scales in this limit as:

SNR ∝ δ1/2r f1/2samp ∝ δ2r . (12)

The first factor arises from the summation of ∝ 1/δr con-
tributions to the noise in the Fourier transform, the sec-
ond from the SNR in the time domain [26, chap. 4]. Of
course, this relation holds only as long as the acquisition
time has the maximum value allowed by the condition set
by Eq. 10 or 11, depending on the considered echo. If,
for instance, the value of Tacq is fixed, fsamp scales as δr
hence the SNR only scales as δr.

The SNR also depends on the chosen resolution in the
phase-encode direction as:

SNR ∝ δ1/2p sinα ≈ δp. (13)

The first factor has the same origin as in Eq. 12, the
second one is due to the fact that, for a set field of view,
the tip angle has to decrease as the number Np of acquired

lines in the k-space increases, so as to keep (cosα)
Np ≈

1−Npα
2/2 constant.
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2.3 k-space sampling strategies - the
SLASH sequence

The preceding discussion highlights the different limiting
influences of gas diffusion on image resolution and SNR for
phase and frequency encoding protocols in FLASH imag-
ing: the SNR penalty resulting from an increased reso-
lution (a smaller pixel size) is much higher in the read
direction (Eqs. 12 and 13). Figure 2 illustrates several
approaches that may be used to sample a given region of
the k-space. For a set value of the phase encode gradient,

ky

kx

C1 C2 R1 R2L1 L2

Figure 2: Example of k-space sampling for Cartesian
FLASH imaging. The series of values of Gp (along y)
and Gr (along x) in the generic sequence of Fig. 1 deter-
mine the sampling scheme. An anisotropic resolution is
obtained from a rectangular domain centred on the ori-
gin. Achieving the full resolution in the read direction
requires acquiring data in the off-centred rectangular do-
mains as well, but the diffusion-induced attenuation rate
on the path R1 →R2 →R1 and on the path L1 →R2 →L1

of the fully scanned k-space are much faster than on the
path C1 →C2 →C1 in the central domain (see text).

the full acquisition for the usual sequence of Fig. 1 cor-
responds to the paths L1 →R2 (first echo) and R2 →L1

(second echo), with b-values given by Eqs. 7 and 8. When
only a centred fraction κ of the k-space is sampled in
the read direction (for instance, κ=1/3 in the example
of Fig. 2 along the path C1 →C2 and back), a lower res-
olution is obtained (δ′r=δr/κ is larger) and the SNR is
increased (here, 1/κ2=9 times). Recovering the base res-
olution δr requires sampling through the side regions of
the k-space as well.

When a side region is sampled along the same read di-
rection (e.g., R1 →R2 →R1 for a double echo acquisition),
the phase encode direction is still along y, perpendicular
to the line R1−R2. A straightforward calculation of the
b-values at the centres of the sampling paths (b′1 and b′2 for
the first and the second acquisition, respectively), yields:

b′1 = κ2k2r (Tpre/3 + ξ1Tr/6) and b′2 = b′1 + κ2k2r ξ2Tr/6
(14)

with ξ1 =
1 + 4κ+ 7κ2

4κ2
and ξ2 =

7 + 4κ+ κ2

2κ2
.

(15)
For κ=1/3 (the example of k-space partition depicted in
Fig. 2), Eqs. 15 yield ξ1=7 and ξ2=38. The benefit of sam-
pling along a shorter path for reduced attenuation clearly
disappears for an off-centred path such as R1 ↔ R2. More
generally, the benefit of a reduced b-value, that allows
performing slow acquisitions with increased SNR, is pre-
served only when the shortened paths in k-space have no
radial component.

This is the case, for instance, of the four partial ac-
quisitions in the sampling scheme of Fig. 3, where the
encode direction is successively aligned with the vertical,
horizontal, and diagonal directions. In spite of the highly

ky

kx

V

D+ D-

H

Figure 3: A double-cross acquisition scheme provides a
near-isotropic sampling of the k-space (the octagon-like
dotted area). A series of four acquisitions using the
generic sequence of Fig. 1 with anisotropic resolutions
(here, κ=1/3) is performed with the phase encode gradi-
ent Gp successively along y (V), x (H), and the two diag-
onals (D+ and D−). The reduced resolution in each read
direction allows performing slow acquisition for improved
SNR: this is the key feature of the SLASH sequence.

anisotropic resolution associated with each partial acquisi-
tion, the k-space is eventually probed almost isotropically
(a regular octagon would be obtained for 1/κ=1+

√
2).

Such a Slow Low Angle SHot (SLASH) sequence, that
combines partial anisotropic acquisitions according to a
suitable pattern (here a double cross overlaying a “+’ and
a “×’ to form an eight-branch star), thus has the potential
to provide images with higher resolution and/or SNR than
a FLASH sequence when diffusion-induced attenuation is
the limiting process.

This double-cross SLASH acquisition scheme used to
acquire k-space data might seem similar to that used in



Preprint (December 6, 2012) Safiullin et al, Achieving... with SLASH 5

the PROPELLER sequence (Periodically Rotated Over-
lapping ParallEL Lines with Enhanced Reconstruction,
a.k.a. BLADE, [27]). For both schemes, centred rectangu-
lar domains of the k-space are successively acquired for a
series of orientations that eventually probe a near-circular
domain. As a result, the basic approaches used to perform
image reconstruction are the same and therefore some ad-
vanced issues regarding, e.g., parallel imaging, partial k-
space acquisition, undersampling [28], or image artefacts
[29], might be linked. However, the k-space sampling
strategies are quite different, with objectives and features
that are in sharp contrast. In the PROPELLER scheme,
each line of a radial acquisition is replaced by a single-shot
EPI-like acquisition of several k-space lines adjacent to a
given diameter of the probed domain. Strong frequency
encoding and weak phase encoding are thus performed,
which would induce strong diffusion-induced attenuation
in a highly diffusive sample (e.g., a gas). In contrast, in
the double-cross SLASH scheme introduced in this work,
each “blade” probed in the k-space is acquired with weak
frequency encoding and with independent successive low-
angle excitations for the different phase-encoding steps.
Each rectangular blade is thus filled with many short seg-
ments instead of a few long ones. Reducing the width
of the probed k-space domain allows performing slower
acquisition for improved SNR without prohibitive signal
attenuation arising from diffusion.

3 Numerical lattice calculations

Solving the Bloch equation (1) for arbitrary conditions
falls beyond the scope of this article. However, lattice cal-
culations can be used to illustrate important shortcomings
of two standard simplifications that are usually made: as-
suming free diffusion, and assuming linear field variation
(uniform gradients), which jointly yield Eq. 2. The con-
sequences of these simplifications are independently eval-
uated using different dedicated simple lattice calculations
(see B for details and references).

3.1 Exact 2D simulations

The presence of container walls (that locally enforce null
perpendicular components for the magnetisation currents)
may induce strong edge enhancement distortions, that
have been observed with hyperpolarised gases in 1D situa-
tions [30, 31]. This has been discussed by several authors
in various contexts (see, e.g., [32, 33, 34, 35] and refer-
ences therein). Exact 2D simulations are introduced here
to evaluate edge enhancement effects in our imaging situ-
ations, with results given for these simulations in B.

These numerical simulations do not rely on a free diffu-
sion assumption that is indeed not valid when container
walls are considered. They are based on an exact calcu-
lation of the time evolution of magnetic moments on a
2D square lattice. Compared to a full 3D simulation, this

provides a huge reduction of the computational load and
yet captures the essential features of the edge enhance-
ment effects (see B). They include the effects of diffusion
and of time-dependent magnetic field gradients. The time
evolution is computed by integrating the Bloch equation
using a standard Runge-Kutta technique. Actual simula-
tions have been performed for 120×120 magnetic moments
with null normal magnetisation currents at the edges of
a square sample. Two situations have been considered:
with the applied gradients aligned with the sides or with
the diagonals of the sample. They illustrate the influence
of the angle of the gradient with the container wall, which
spans all possible values in our cylindrical experimental
samples.

3.2 Simplified 3D simulations

When an imaging or a diffusion sensitising magnetic field
gradient is applied, its longitudinal component (Guez, the
only one so far considered) is inevitably associated with
concomitant transverse field components since the total
field B obeys Maxwell’s equations ∇·B=0 and ∇×B=0.
For simplicity we only consider the transverse gradients
used in the axial projection imaging experiments reported
here (Gz=0), hence:

B (x, y, z) =Gxz ex+Gyz ey+(B0 +Gxx+Gyy) ez. (16)

The influence of the concomitant components in low field
MRI has been previously described mainly in terms of in-
duced image distortions [36, 37]. Here, two specific issues
must be considered, firstly - the z dependence of the local
value of B (Eq. 16) reduces the contributions to the NMR
signal of elements of the sample lying at large |z| values
since no slice selection is performed, and secondly - (as
briefly mentioned in [37]) gradient pulses of opposite am-
plitudes, e.g., ±Gx, do not exactly compensate each other
in terms of accumulated phase since spins at a given lo-
cation precess around slightly different axes with different

Larmor frequencies: ω±=γ
[
(B0 ±Gxx)

2
+ (Gxz)

2
]1/2

.

The impact of the concomitant gradient components on
the time evolution of NMR signals and on the images re-
constructed from these signals has been studied using a
3D lattice calculation of the local evolution of magnetisa-
tion in an extended sample. The sample shape was the
inner volume of the 2-tube cell used in the experiments
(see Fig. 4). The lattice parameters were 0.1 mm in the
transverse plane and 1 mm along the common axis of the
cell and the field (100 sites/mm3, ∼106 sites in the sam-
ple). For the sake of computational efficiency, the effect of
atomic diffusion was coarsely addressed using a free diffu-
sion model (Eqs. 2-4). In contrast, an exact calculation
of the local phase of the magnetisation was performed,
taking into account the full expression of the magnetic
field including concomitant gradient components (Eq. 16).
Magnetisation maps and NMR signals were evaluated only
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for the times corresponding to the periodic data acquisi-
tion in an imaging sequence (a double-echo FLASH or
SLASH acquisition scheme), so that the computational
load remained moderate (5 s per phase-encoding step us-
ing a desktop computer). Cell length, B0 field value, dif-
fusion coefficient, SNR, and imaging parameters were in-
dependently varied to study the influence of these factors
on the reconstructed images.

4 Experimental system and meth-
ods

A 1:4 reduced scale test system of a whole-body imag-
ing system prototype [38] was used for low-field MRI at
B0=2.7 mT (ω0/2π=87 kHz). The static field was pro-
duced by five coaxial ring copper wire coils (29 cm outer
diameter, 26 cm total length). No cooling was needed be-
low 3 mT and the magnet was driven by a standard lab-
oratory power supply. It was designed to have a uniform
field over a 10-cm-diameter sphere, with a computed stan-
dard deviation (s.d.) of 15 ppm over this volume. How-
ever, imperfect construction of this test system has led
to a poorer than expected field homogeneity [38], yielding
free induction decay (FID) times T ∗2 ≈50 ms for our 5-cm-
long, 3-cm-diameter samples with first-order shimming of
the field by the imaging gradient coils. The transverse
gradients were produced by two sets of eight planar coils,
inducing linear x and y gradients with a computed s.d. of
2.5% over a 10-cm-diameter sphere [38]. The z-axis gra-
dient field was produced by four coaxial 15-cm-diameter
coils (with a 0.3% s.d. over 10 cm). Standard gradi-
ent amplifiers (based on a switched technology) are too
noisy at our NMR frequency to be used in the gradient
lines. Instead, the gradient coils were driven by linear
bipolar power amplifiers (BOP50-8M, Kepco Inc, Flush-
ing NY, USA) interfaced to the sequencer by home-made
gradient controllers, for maximum gradient amplitudes of
5.5 mT/m (Gx, Gy) and 15 mT/m (Gz). Rather long gra-
dient ramp times (0.2 ms, i.e. more than 100 Larmor pre-
cession periods) were chosen to ensure adiabatic response
of the magnetisation in spite of the unavoidable changes
in the total field orientation due to the concomitant mag-
netic fields (the Maxwell terms), that may otherwise in-
duce significant magnetisation tipping in large objects at
such a low field [37].

NMR was performed using crossed coils. The tipping
rf field was generated by a pair of saddle-shaped coils, an
exact 1:4 reduced-scale copy of the whole-body B1 coils
described in ref. [20]. The good rf field homogeneity
(checked to be better than 1% over the samples), com-
bined with long spoiling times (100 ms) between succes-
sive encoding steps, ensured a uniform decay of the mag-
netisation with the repeated rf pulses. The coils were
tuned to resonance by a low-loss series capacitor to re-
duce their impedance and match it that of the in-house
rf amplifier (based on a L165 power operational ampli-

fier). A pair of rectangular detection coils (7.5×10.5 cm2,
4 cm apart, with 72 turns each of 25×0.1-mm Litz wire)
were tuned as a tank circuit using a C0G capacitor, yield-
ing a quality factor Q=180. An active feedback scheme
was used to avoid long ring-down dead times following rf
pulses and to obtain a broad enough detection bandwidth,
suitable for MRI, without SNR penalty [39]. An Apollo
Tecmag console was used to manage non-selective rf exci-
tation, preamplifier blanking, and gradient pulses for 2-D
imaging. It was also used for data acquisition through
a high-impedance, low-noise preamplifier (SR560, Stan-
ford Research Systems, Inc., Sunnyvale CA, USA). All
experiments were performed inside a 0.5-mm thick copper
Faraday cage providing a 100-fold reduction of picked-up
interference noise at our operating frequency [20].

Sets of two and five interconnected parallel glass tubes
(50-mm-long) were used as refillable cells (Fig. 4). To
reduce nuclear relaxation, the machined surfaces of the
end caps have been lined with the same epoxy (Stycast
1266) that was used to glue the glass tubes. Moreover,
most of the length of the 1.6 mm holes drilled through
one end cap to let the gas flow between tubes has been
lined by 1.6×1.15 mm2 polyethylene catheter. With these
precautions, longitudinal relaxation times long enough for
imaging experiments with hyperpolarised gas have been
obtained (T1: 25 and 10 minutes for the 2-tube and 5-
tube cells).

Figure 4: Photographs and schematic cross-sections of the
50-mm-long refillable cells. Upper cell: two 11-mm-i.d.
glass tubes, with axes 14.6 mm apart, are epoxy-glued
to plastic (PMMA) end caps. Lower cell: five 7-mm-i.d.
tubes, with axes on a 18-mm-diameter circle, are glued
to end caps. The tubes are interconnected through the
back-side end caps (see text). The two cells have almost
the same internal volume (9.5 and 9.6 cm3).

3He was laser-polarised at low pressure ('1 mbar) by
metastability exchange optical pumping and compressed
into a storage cell using an in-house peristaltic compres-
sor [40]. Typical nuclear polarisations of 40-50% were ob-
tained for gas flow rates of a few standard cm3 per minute.
N2 gas was added after compression to obtain a 1:1 mix-
ture (D=1.10 cm2/s, see footnote 2). The compressor
was then used to transfer polarised gas mixture into one
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of the sample cells, with a final pressure usually of order 1
atm. The filled sample cell was then moved in the Earth’s
field (without additional holding field) from the gas po-
lariser to the MRI setup situated a few meters away, prior
to switching the B0 field on. The depolarised gas was
collected from the sample cells for recycling of the 3He
prior to each refill. Sample cells could be refilled several
times from a single accumulated batch of polarised gas
mixture. Nuclear polarisation was fairly well preserved
in the whole process and polarisations up to 40% were
available for imaging.

FID signals were recorded without applied gradients
just before and after acquiring an image. The value of
the constant tip angle used in each sequence was inferred
from the ratio of the FID signal amplitudes. For each
image, an additional acquisition was performed without
polarised gas for quantitative SNR assessment.

5 Image reconstruction

Image reconstruction was performed using compiled in-
house software. The acquired data were trains of double
gradient echoes, each echo providing k-space data for one
image.

For the FLASH acquisitions, anNp×Nr complex matrix
was filled using Np echoes successively acquired for the in-
creasing k values (from −kmax

p to kmax
p ) corresponding to

the chosen sequential phase-encoding. The raw data sets
were first corrected for the signal attenuation due to tip
angle loss: the nth line was multiplied by 1/(cosα)

n
. A

similar correction scheme was shown recently to improve
image quality for radial 3He MRI as well [41]. An apodi-
sation window function wH(n,Np) × wH(p,Nr) based on
the Hanning window wH was then applied to reduce Gibbs
truncation artefacts in the image (see C).

For the double-cross SLASH acquisitions, four Np ×
Nr matrices were first filled with tip-angle corrected data
from the four successive partial acquisitions (see Fig. 3).
These data sets were then regridded into four Nreg × Nr

matrices in such a way that the new k-steps along the
phase encode direction were equal to the read k-steps δk =
γGr/fsamp of the perpendicular band (i.e., along the same
physical direction). Since the acquisitions were performed
with the same sequences of gradient control voltage values
for mutually perpendicular bands, all matrices had the
same sizes (Nreg ≈ Nrδr/δp). A slight difference (10%)
between the two transverse gradient systems resulted in
the same difference between the k-step values, hence in
the FoVs for the two transverse direction. This slight
anisotropy was taken into account in the calculations, but
for simplicity is not mentioned anymore in the following.

Regridding was performed using a sinc function weight-
ing of the acquired data [42]. This avoided the artefacts
that other interpolation methods would unavoidably in-
troduce and involved a negligible computational load for
our datasets. The regridded data from the first two par-

tial acquisition sets (V and H bands in Fig. 3) was then
combined into an N2

reg matrix, in which data of the 4 non-
overlapping regions is the original V or H data, whereas
data in the central region of the k-space (the intersection
of the bands) is the average of V and H data weighted

by 1 and (cosα)
Np , respectively, to take into account the

decreasing SNR resulting from tipping losses. Each of
the diagonal bands, D+ and D−, was then processed in
turn in a similar way, by 45◦ rotation, interpolation, and
weighted averaging with the combined V and H data. In-
terpolation with a sinc weighting on 2D grids involved a
significant computational load (∼10 min with a desktop
computer for Nreg=236). It was used only to check the va-
lidity of results obtained using an apodised sinc weighting
function for the interpolation. With a Hanning window
extending over 60 lattice sites, satisfactory results were
obtained with a 100-fold acceleration of the regridding
computations.

Following this combination of all acquired data, a radial
apodisation window w(

√
n2 + p2, Nreg) was applied to the

octagon-like domain of non-zero data. Different apodisa-
tion functions have been tested: the usual Hanning win-
dow and broader sine-based apodisation windows. They
are defined and compared in C in which it is demon-
strated that Gibbs truncation artefacts are less localised
hence less prominent in double-cross SLASH images than
in usual FLASH images. Although broader apodisation
would be suitable and would provide sharper images for
the SLASH images, the same Hanning window was used
for all images displayed in the following sections in order
to allow a more direct comparison of their resolutions.

The processed k-space data from both FLASH and
SLASH acquisitions was then zero-padded to an N2

FT ma-
trix, with NFT suitably larger than the k-space matrix
dimensions (Np and Nr, or Nreg, respectively) and 2D
discrete Fourier transform (FT) was used to compute a
complex image associated with each of the two echoes.

To evaluate the inter-echo signal attenuation and its ef-
fect on the shapes and amplitudes of the corresponding
images, attenuation maps have been computed for all ex-
periments and for a series of 2D and 3D lattice simulations
using the same protocol: a pixel-by-pixel ratio of the im-
age I2 reconstructed from the second echo to the image I1
from the first echo has been computed for all points with
a high enough signal intensity (I1 (p, q) ≥ Imax

1 /10 was
chosen). Whenever necessary, a small translation of I2
in the read direction was first performed for experimental
data to compensate for slight misregistrations.

6 Results and discussion

This section describes and discusses the results of numeri-
cal simulations and of imaging experiments using FLASH
and double-cross SLASH sequences. After demonstrat-
ing how the partial k-space data of the double-cross con-
tributes to the final image resolution, we report on var-
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ious computed contributions to image distortion and at-
tenuation and compare them to the observed inter-echo
attenuation maps. Finally, the image SNR is evaluated
and analysed by successively considering the noise in the
reconstructed images and the previously validated contri-
butions to signal attenuation.

6.1 Image resolution

The efficiency of the data combination to yield a high-
resolution image from the four successive data acquisitions
in a SLASH sequence is evidenced by the comparison of
the images displayed in Fig. 5 (for each image, the white
line is the half-maximum contour). When a single set of
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Figure 5: SLASH sequence data from the first echoes are
partially or fully used in image reconstruction for the 2-
tube cell. The half-maximum contour line is superimposed
as a white line onto each grayscale image. Top row: a sin-
gle set of data is used in the image reconstruction (a: V,
b: H, see Fig. 3). Middle row: two sets of data with
mutually perpendicular encode directions are combined
(c: V+H, d: D++D−). Bottom row: image e is recon-
structed from all data (for SNR evaluation, see Sec. 6.3);
Fig. f displays intensity profiles along the common diam-
eter of the tubes for images a (black online) and e (red
online). The acquisition parameters are listed in Table 1
(S2, FoVp: 50 mm, FoVr: 472 mm). Image reconstruction
uses Nreg=236, NFT=1024, and the wH Hanning apodis-
ation function (Eq. 20). Only the central part of the FoV
is displayed.

data is used (V data in Fig. 5a, H data in Fig. 5b), an
anisotropic resolution of 2×6 mm2 is obtained. Combin-
ing two sets of data from perpendicular acquisitions (Figs.
5c and 5d) improves the quality of the resulting image, but
still yields an anisotropic resolution with sharper edges
for both perpendicular phase-encoding directions and an

overall square- or diamond-like image shape. Combining
the whole acquired dataset, that isotropically covers the
k-space (after windowing), yields an isotropic resolution
in the image (Fig. 5e). The improvement in resolution is
also obvious in Fig. 5f, that displays the intensity profiles
along the common diameter of the tubes for Fig. 5a, for
which δr=6 mm, and for Fig. 5e.

Series of 2D projection images using FLASH and
SLASH sequences were made, with double-echo acquisi-
tion to assess diffusion-induced attenuation. The chosen
acquisition parameters are listed in Table 1. They yield in-
plane spatial resolutions of 1.8×2.5 mm2 for the FLASH
sequence, 1 and 2 mm for the S1 (high-resolution) and S2

(high-SNR) SLASH sequences.

α Np Nr dGp Tp Gr Tr t1 t2 Tmin
im

F 18◦ 24 18 .315 2 5.5 2.5 3.6 6.3 0.12

S2 9◦ 100 78 .295 2 0.62 9 6.8 16 1.14
S1 9◦ 124 78 .314 3 1.23 9 7.8 17 1.54

Table 1: Table of acquisition parameters (see Fig. 1)
for the compared sequences: FLASH (F, resolution
δp=1.8 mm, δr=2.5 mm), high-SNR SLASH (S2,
δ=2 mm), and high-resolution SLASH (S1, δ=1 mm).
FWHM durations (in ms) of the applied gradients (in
mT/m) are given. For SLASH acquisitions, actual gra-
dients and resolutions differed by 10% for the x and y
directions (see Sec. 5); average values are given. Ramp
times lasted 0.2 ms and acquisitions (fsamp=BW=10 kHz)
started after 0.5 ms of blanking (see footnote 4). For the
three sequences Tpre= Tp and Gpre were set according to
Eq. 6 to obtain centred echoes; t1 and t2 are the actual
echo times for these timings. Tmin

im (in seconds) is the min-
imum imaging time for each sequence, with single echo
acquisition and negligible spoiling time.

Examples of the images reconstructed from the first
echoes obtained with the FLASH sequence and the high-
resolution SLASH sequence are displayed in Fig. 6. The
resolution of the FLASH images is better in the phase
encoding direction (1.8 mm versus 2.5 mm in the read di-
rection); this is quite obvious for the narrower tubes of
the 5-tube cell. For both cells, the gain in spatial reso-
lution obtained using the SLASH sequence is quite clear,
especially when compared to the resolution in the read
direction of the FLASH image (1 mm instead of 2.5 mm).

6.2 Inter-echo attenuation

The consequences of edge enhancement effects on image
attenuation have been studied using the exact 2D lat-
tice simulation in a square cell. For instance, a moder-
ate enhancement of the amplitude in the image (7%) is
observed near the edges of the sample for the imaging
parameters of sequence S1 (see Fig. 14 in B). The at-
tenuation map displays small variations (2.8% s.d.) of
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Figure 6: Images of the experimental cells filled with a
polarised 3He - N2 mixture, obtained with the FLASH
sequence (F) and the high resolution SLASH sequence
(S1) of Table 1. The SNR values indicated for each image
have been scaled to the available magnetisation (see Sec.
6.3) for quantitative comparison to that of the high SNR
SLASH image of Fig. 5 (SNR: 330). Image reconstruction
uses NFT=256 (FLASH) or NFT=1024 (SLASH), and the
wH Hanning apodisation function. Only the central parts
of the FoV are displayed.

I2/I1 over the sample apart from a sharp increase at the
very edge; a statistical analysis yields I2/I1=0.638±0.018,
whereas the uniform attenuation obtained assuming free
diffusion is I2/I1=0.623 for the same imaging parameters.
For these imaging conditions, the exact diffusion-induced
attenuations in the images thus weakly depart from those
predicted by a free diffusion model.

The 3D model with free diffusion was therefore used
to assess the impact of concomitant gradients on image
attenuations. Fig. 7 displays experimental (a) and com-
puted (b) attenuation maps and profiles for the FLASH
(F) sequence in which the maximum transverse read gra-
dient was used. With an average attenuation I2/I1=0.66,
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Figure 7: Inter-echo attenuation images and profiles ob-
tained with the FLASH sequence F in the 2-tube experi-
mental cell (image a) and with the 3D lattice calculation
for D=0 (image b). The grey-scale images are expanded
(0.4-0.6 in image a, 0.6-0.7 in image b) to better display
the structures of the attenuation maps.

the sole effect of concomitant gradient components ac-
counts for a large fraction of the observed experimental
attenuation I2/I1=0.54. These average values and the as-
sociated standard deviations of I2/I1 are listed in Table 2
for the three compared sequences, together with the at-
tenuations induced by free diffusion only and by the com-
bined effect of free diffusion and concomitant gradients.

Rcg RD R3D RT2∗ Rfull Rexp

F 0.657 0.834 0.547 0.99 0.541 0.543
±.019 ±.015 ±.015 ±.035

S2 0.999 0.888 0.897 0.834 0.748 0.75
±.10

S1 0.98 0.622 0.641 0.823 0.528 0.52
±.13

Table 2: Table of computed and measured inter-image
attenuation ratios R=I2/I1 for the sequences of Table 1.
Rcg, RD, and R3D are the results of 3D lattice calculations
involving only concomitant gradients, only free diffusion
(for D=1.1 cm2/s), and combining both. RT2∗ evaluates
the impact of inhomogeneous broadening (see text), and
Rfull is the product of R3D and RT2∗. Rexp is the mea-
sured attenuation ratio. Standard deviations are given
when they exceed 0.5% of the corresponding ratios.

A last cause for signal attenuation between echoes can
become significant if concomitant gradients and diffusion-
induced attenuation both have moderate impacts. This is
the case for the low-resolution sequence S2, as shown in
Fig. 8. The measured attenuation I2/I1=0.75 (a) signifi-
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Figure 8: Image a: inter-echo attenuation image (and pro-
file) obtained with the high SNR sequence S2 in the 2-tube
experimental cell. The grey-scale image extends from 0.5
to 0.85. Figure b: amplitude of a FID signal for the same
cell (no applied gradient). The times of the echoes of S2

(t1=6.8 ms, t2=16 ms) are marked by the vertical dotted
lines. The decay time to 1/e, T ∗2 , is '50 ms.

cantly exceeds that expected from diffusion, I2/I1=0.89.
Fig. 8b displays a free precession signal in the same cell.
The rather short observed signal lifetime is attributed to
an imperfect construction of the static field coil system
[38]. In the absence of applied imaging gradients, this
accounts for significant signal losses at the times t1 and
t2 of the echoes in slow acquisition schemes. The contri-
bution of this inhomogeneous line broadening (from the
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non-linear contributions of the static field imperfections)
to the inter-echo attenuation is evaluated using the mea-
sured ratio of FID signal amplitudes for each cell shape
and set of sequence parameters (given in Table 2) as an
independent multiplying factor. With this approach, the
expected combined attenuation in the next to the last
column of Table 2 satisfactorily accounts for the experi-
mentally observed attenuations listed in the last column
of this table.

6.3 Image SNR

The SNR of an image is computed as the ratio between
the signal amplitude in a fixed domain (region of interest,
RoI) within the tube displaying the highest signal and the
standard deviation of values over a similar or larger RoI
at the same location in a noise image (reconstructed from
an identical acquisition without polarised gas). Fig. 9
displays noise data for the same SLASH sequence as in
Fig. 5. K-space data (Fig. 9a) is displayed without apodi-
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Figure 9: Noise data obtained without polarised gas for
the sequence parameters of Fig. 5. Image a: k-space data
obtained recombining the 4 bands (inset: data prior to
apodisation, see text). Image b: noise image (the FoV is
472×472 mm2, the 50-mm white circle corresponds to the
phase-encoding FoV). Figure c: s.d. of data in the image
reconstructed from the V band only (for the broad curve,
statistics are taken along the encoding direction). Figure
d: s.d. of data along the axes in the fully reconstructed
noise image (see text). The dotted lines correspond to the
50-mm phase-encoding FoV.

sation in the inset and with a Hanning apodisation in the
main plot. Due to tip angle corrections, successively ac-
quired bands contribute with increasing noise amplitudes
(for the last diagonal band, the noise enhancement factor

is 1/(cos 9◦)
3×25

=2.53). The reconstructed noise image
(Fig. 9b) extends over a field of view much larger than
the imaged object and exhibits a highly non-uniform noise

pattern outside the actually relevant central region (with
the white boundary), which justifies the protocol chosen
to compute SNRs.

Fig. 9c displays the noise profiles along the image axes
for a noise image reconstructed from the V band only. In
the phase-encode direction, the noise profile is confined in
the actually probed 50-mm-wide FoV thanks to the sinc
function weighting used in regridding. In the read direc-
tion, the noise profile corresponds to the detection band-
width of the acquisition system. With the use of active
feedback on the detection coil, the bandwidth is broad
enough to introduce no distortion in the images (9 kHz
FWHM, corresponding here to 90% of the 472-mm-wide
FoV). Finally, Fig. 9d displays the noise profiles for the
fully reconstructed SLASH image. Isotropy has been re-
covered, at least in the 50-mm-diameter central region,
and it is worthwhile noticing that the noise has been sig-
nificantly reduced by the averaging process involved in the
combination of the multiply-acquired data in the centre of
the k-space, in spite of the noise enhancement produced
by tip angle corrections. Taking the standard deviation
of amplitudes in the noise image of Fig. 9b at the location
of one tube of Fig. 5e, a SNR of 330 is obtained for this
image.

To account for variations in the gas polarisation be-
tween experiments, the SNR value determined for each
image has been additionally scaled by the ratio of the
available magnetisation and that of the reference image
of Fig. 5e, inferred from the FID signals recorded just be-
fore each image acquisition. SNR results for six images
obtained with the three sequences in the two sample cells
are listed in Table 3. With a scaled SNR of the order of
300, the high-SNR (S2) SLASH images have the highest
SNR, as expected. Table 3 also lists the computed image

SNR Sav
sc noise fD fCG Apix Sav

red

F, 2t 95 53 0.58 0.79 0.90 4.5 54
F, 5t 75 38 0.60 0.79 0.90 4.5 39
S2, 2t 330 29 0.09 0.92 1 4 50
S2, 5t 280 24 0.093 0.92 1 4 41
S1, 2t 51 5.5 0.11 0.67 1 1 52
S1, 5t 60 5.6 0.10 0.67 1 1 53

Table 3: Table of scaled SNR and signal values in images
for the sequences of Table 1 applied to the 2-tubes (2t) and
5-tubes (5t) sample cells. Each SNR is evaluated in the
tube with the highest signal (see text). Next 2 columns:
scaled signals Sav

sc , averaged for all tubes, and s.d. of
the noise. Next three columns: computed free diffusion
attenuation factors fD, concomitant gradient loss factors
fCG, and nominal pixel areas Apix (in mm2). Last column:
reduced amplitudes Sav

red combining the relevant factors
(see text).

attenuation factors resulting from signal loss for the first
echo due to free diffusion and to concomitant gradients.
They are evaluated using the same methods as for inter-
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echo image attenuations in Sect. 6.2 and are thus believed
to accurately correspond to the actual attenuation factors.

When comparing the S2 and S1 SLASH sequence re-
sults, one should note that the same read timing param-
eters have been used. This yields much less diffusion at-
tenuation for sequence S2, but the scalings of Eqs. 12 and
13, that assume that the acquisition parameters are cho-
sen for identical diffusion-induced losses, do not fully ap-
ply. The SNR gain of the high-SNR sequence is thus lower
that expected: ×5–6 instead of ×δ2r δp=8. But, given the
acquisition parameters of sequence S1, the same diffusion
induced inter-echo attenuation would be achieved for a
readout time Tr of 45 ms that would imply unacceptable
losses from inhomogenous broadening in this experiment
(see Fig. 8b).

The benefit of the SLASH sequence with respect to the
FLASH acquisition scheme for a set resolution (almost
identical for S2 and F) mostly arises from the noise reduc-
tion associated with a longer acquisition time, here 7.8 ms
instead of 1.8 ms (×2.12). The signal reduction resulting
from the decrease of the tip angle (÷2) is actually compen-
sated by the averaging process (of the 4 acquired bands
in the centre of the k-space). Altogether, the gain in SNR
(×3.6 from Table 3) is obtained at the expense of an in-
crease of the imaging time (typically ×10 from the values
of Tmin

im in Table 1). The precise influence of tip angle
corrections and of k-space data apodisation on the image
noise is found to differ for the SLASH and FLASH re-
constructions. The results listed in Table 3 correspond to
nearly identical noise characteristics in the time domain.

The last column in Table 3 is the reduced image am-
plitude Sav

red = Sav
sc /[ApixfDfCG sinα] (see the caption of

the Table). In contrast with the SNR values, that corre-
spond to the highest image intensities among the tubes,
the image amplitudes Sav

sc and Sav
red correspond to averages

over the 2 or 5 tubes of the cell so that an exact scaling
is obtained when using FID signals, that measure the av-
erage magnetisations. The 2-tubes cell usually provided
balanced intensities (3–7% difference), whereas a weaker
signal (30–45% below average) was observed in one of the
tubes (the right-most one in Fig. 6) for the 5-tubes cell,
possibly due to faster relaxation in that tube between cell
filling and imaging. Apart from the two low-resolution
images in the 5-tubes cell, for which image blurring signif-
icantly decreases image intensity, the reduced image am-
plitude Sav

red is found to be independent of sequence type
and parameters, as expected, which confirms that image
attenuations are correctly evaluated.

7 Conclusions and outlook

We have presented a new k-space sampling scheme con-
sisting of a double-cross pattern of narrow bands with
short read segments. It was shown experimentally to pro-
duce higher SNR and/or spatial resolution images of 3He
gas samples than is achieved with FLASH when a slow ac-

quisition scheme (SLASH) is used, as is expected from the-
oretical considerations on diffusion-induced attenuation.
A double-echo acquisition was performed and inter-echo
image attenuation was found to be in excellent agreement
with the results of numerical computations involving gas
diffusion, concommitant gradients, and imperfections of
the magnetic field map.

When MRI is performed in conditions of restricted dif-
fusion, such as in lung airspaces, diffusion-induced atten-
uation involves ADC values that are smaller than D. The
associated constraints on the imaging parameters are thus
less stringent, but SLASH acquisition with adequate pa-
rameters can still be performed to increase SNR or the
spatial resolution. MRI of lung airspaces can also be per-
formed using 129Xe instead of 3He as inhaled HP gas.
Since the diffusion coefficient of the heavier Xe atom is
less than that of He, diffusion-induced attenuation due
to imaging gradients is reduced and higher spatial reso-
lutions may be achieved.3 However, the SNR of images
is generally lower in HP-Xe MRI due to the smaller mag-
netic moment of the nuclei; therefore, the possible SNR
gain of SLASH imaging could be valuable in HP-Xe MRI
as well.

The double-cross SLASH scheme could be extended to
3D acquisition. In a straightforward manner, the k-space
volume can be spanned by several sub-volumes, each of
them acquired with 2D phase encoding and low-resolution
readout in the perpendicular direction, in a way similar to
the coverage of the plane by four bands in the double-cross
scheme of Fig. 3. More generally, single-shot acquisitions
can be performed to reduce imaging time after a phase-
encoding step by following any trajectory in the plane
perpendicular to that step (it is not restricted to a readout
straight line); diffusion-induced attenuation would then
only depend on the kinetics of that 2D read trajectory.

The significant gains in resolution and/or in SNR ob-
tained using a SLASH sequence with a double-cross sam-
pling of the k-space indeed result in longer imaging times.
However this time is not as long as if single point imaging
(point-by-point spanning of the k-space without readout
gradient) was performed, having a total acquisition time
up to N2T ∗2 for a N ×N image. In situations where weak
inhomogeneous broadening yields long signal lifetimes T ∗2 ,
such as normally met at low magnetic fields, a flexible
choice in the sampling pattern (e.g., with more than four
k-space bands for an aspect ratio of each band larger than
3:1) and in the imaging parameters would allow more free-

3The ADC of 129Xe in normal lungs is typically lower by a factor
of 5 than that of 3He [43] whereas the value of D for 129Xe in a 50%
mixture with N2 is 1/16 of that for 3He [22]. Therefore, replacing for
instance 3He by 129Xe in our experiments and using the same tim-
ings and 11 times higher gradients (because of the 2.75 times lower
gyromagnetic ratio of 129Xe) would yield the same diffusion-induced
attenuations with resolutions divided by 4 in Table 1. In that case,
B0 should also be increased (×4) so that the effects of concomi-
tant gradients on signal attenuation would remain unchanged. This
would illustrate the SNR benefit of SLASH compared to FLASH for
a 0.5-mm resolution.



Preprint (December 6, 2012) Safiullin et al, Achieving... with SLASH 12

dom in deciding between high SNR, high resolution and
not-too-long acquisition times. For instance, the acqui-
sition time of the 2-mm resolution sequence S2, unfortu-
nately constrained by the the limited homogeneity of our
test system, could be increased to further improve the
SNR and also to perform imaging with significant diffu-
sion weighting between the two echoes for ADC measure-
ments at long time scales. To reduce the imaging time, the
(near) isotropic SLASH scheme chosen in this work could
be replaced by k-space sampling with a suitable ratio be-
tween the k-steps along two perpendicular directions for a
rectangular FoV matching the object shape. Incomplete
filling of the k-space, with fewer phase-encoding steps in
one direction, could also be used to reduce imaging time
at the expense of the resolution in that direction.

The flexibility of SLASH schemes and the achievable
gains are ultimately limited by signal lifetimes: seconds
in well-shimmed low-field systems, but only milliseconds
in lungs at high fields due to susceptibility gradients.
Low-field thus provides more flexibility for gas MRI se-
quence design (RARE, SLASH, or combined strategies).
One drawback of low fields arises from the adverse effect
of concomitant gradients, but their impact on echo and
inter-echo attenuation is strongly reduced for the SLASH
sequences that make use of low readout gradient values for
frequency encoding. This is fully demonstrated by the sys-
tematic use of appropriate lattice simulations that allow
assessing precisely the influence of various factors on im-
age distortions and on inter-echo attenuation in multiple-
echo schemes - a key point for applications to quantitative
ADC measurements, performed for instance to probe lung
microstructures in normal and diseased animal models or
patients.
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A Sequence parameters and
diffusion-induced attenuation

Different physical processes may affect NMR signals in
Low Angle SHot imaging of gases, thereby introducing ef-
fective k-space filtering and image blurring if no correction
is applied. In this work, data are corrected for tip angle
losses (see Sect. 5), which fully preserves the image reso-
lution at the expense of SNR. Regarding the T ∗2 -induced
and diffusion-induced signal decays, their effects are tra-
ditionally evaluated in terms of associated limitations of
the achievable resolution [26, chap. 4]. This evaluation
is performed assuming, e.g., exponential T ∗2 -induced de-

cay. If the time-dependent signal attenuation is known (a
prerequisite to actually compute a PSF), data correction
could be performed as well, thus avoiding the loss of res-
olution otherwise associated with this attenuation. For
diffusion-induced attenuation, we have not used this cor-
rection scheme, that remains to be systematically evalu-
ated when edge enhancement plays a role (see B). Neither
have we made a straightforward use of the specific results
of Ref. [26], as is usually done in work on MRI with po-
larised gases. Instead, in this Appendix, we explicitly pro-
vide standard formulas for diffusion-induced attenuation
in a dimensionless form, as well as diagrams in the space
of imaging parameters. With the sole assumption that
free diffusion prevails, these formulas and diagrams pro-
vide means to select suitable imaging parameters for tar-
geted imaging performance (in terms of resolution, SNR,
imaging time,...) and to compute PSFs or data correction
functions for both the phase encode and the read direc-
tion.

It is convenient to introduce the maximum value Gmax

of the imaging gradients as a scaling quantity and to
use dimensionless scaled parameters for gradients: gi =
Gi/Gmax (i=p for phase-encode, i=r for read) for pulse
durations: ti = Ti/TD, and for spatial resolutions: di =
δi/δD, where

TD =
[
3/
(
Dγ2G2

max

)]1/3
(17)

δD = π/ (γGmaxTD) . (18)

TD is the phase-encode time leading to bpD=1 for
Gp=Gmax (gp=1, Eq. 5), and δD is the associated nominal
resolution.

Regarding the phase-encode gradient, the b-value of
Eq. 5 is retained to evaluate signal attenuation resulting
from gas diffusion during the phase-encode process. The
effects of diffusion at later times are overlooked since the
average value of the magnetisation within the sample, and
hence the signal, remains constant when the gradient is
no longer applied. Equation 5 can be written in terms of
scaled parameters as:

bpD = g2pt
3
p and gptpdp = 1. (19)

Figure 10a displays a diagram used to conveniently discuss
the results of the choice of sequence parameters on signal
attenuation for the phase-encode gradient. The hatched

part of the diagram, above the line gp = t
−3/2
p , corre-

sponds to bpD >1: this domain of the parameter space is

thus to be avoided. The dash-dotted line gp =
√

0.1t
−3/2
p

corresponds for instance to bpD=0.1, hence to moderate
signal attenuation and k-space filtering. Each dotted line
gp = (dptp)

−1
corresponds to the constant phase-encode

gradient area that provides the resolution dpδD. Along
each line, the diffusion-induced loss decreases for decreas-
ing pulse duration down to the value set by the maximum
achievable gradient: for gp=1, tp=1/dp and bpD=1/d3p.

On the contrary, diffusion losses associated with the
read gradient induce signal attenuation during the whole
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acquisition process, and so the b-values of Eq. 7 are
used. The conditions b1D=1 and b2D=1 correspond

in Fig. 10b to the lines tr = 2g
−2/3
r (1 + gr)

−1/3 and

tr = 2g
−2/3
r (3 + gr)

−1/3, respectively. Each dotted line
gr = 2d−1 (tr − tblank) still corresponds to the constant
resolution drδD, but is now deflected at short times if there
is an instrumental blanking time4.
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Figure 10: Diagrams used to evaluate the influence of
diffusion on signal attenuation for phase-encode (Fig. a)
or read (Fig. b) gradients. A point in these diagrams
corresponds to a choice of gradient intensity and duration
(in units of Gmax and TD, see text). Signal attenuation
decreases for points lying further away from the hatched
regions. The dotted lines correspond to fixed resolutions
(in units of the scaling resolution δD of Eq. 18. In Fig. b, a
reduced blanking time tblank=0.2 is used, corresponding to
the highest value met in our experiments (for the FLASH
sequence).

B Details on the exact 2D model

Several numerical approaches can be used to solve the
full Bloch equations ruling the time evolution of the lo-
cal magnetisation for situations more complex than that

4In practice, gradient switching inevitably induces a transient
voltage across detection coils, and its slow ringdown at very low
NMR frequencies makes it impossible to acquire data immediately
after the end of the gradient ramp time.

assumed in Sect. 2.1. This is needed for instance when
the boundaries of the sample significantly affect the diffu-
sion process, or when magnetisation-dependent magnetic
fields introduce additional non-linear contributions to the
Bloch equations. These contributions may arise from the
radiation damping process that is mediated by the rf coils,
or from the direct dipolar couplings between distant parts
of a highly magnetised sample.

In the context of hyperpolarised systems, numerical ap-
proaches have been used to address these issues in differ-
ent situations. For instance, a finite-difference treatment
of the Bloch equation has been used to simulate 3He dif-
fusion within complex 2D and 3D geometries modelling
lung airways [44, 45, 46]. Alternatively, several groups
have used lattice simulations to study non-linear NMR
dynamics in highly magnetised systems [47, 48, 49]. In
this work we have used an in-house computer code writ-
ten in C that was developed in the framework of such non-
linear NMR studies in liquid 3He [50, 51, 52]. For higher
computational efficiency, the effects of magnetic interac-
tions between sites are evaluated in k-space [47] while all
other terms in the Bloch equations are computed in the
real space.

A realistic 3D representation of our experimental cylin-
drical samples would involve a very large number of mag-
netic moments and lattice sites, hence a very heavy com-
putational load (more than 106 moments on 107 sites,
which already requires several days of simulation per
phase-encode step on a desktop computer). We thus made
two explicit assumptions to tremendously reduce the com-
putational load. Firstly, we assumed that the sample mag-
netisation did not depend on z by neglecting the concomi-
tant gradients in 2D projection imaging (see Section 3.2).
Such an infinite system was exactly represented by a 2D
sample with periodic boundary conditions, i.e. assum-
ing translational invariance along the third (z) dimension.
Secondly, we considered a square sample container, with
walls situated on lattice sites along the main lattice di-
rections. A rather coarse graining was then sufficient to
accurately compute the effects of diffusion throughout the
sample.

We have used these 2D simulations to evaluate the ef-
fects of the non-linear terms in the Bloch equation. For
parameters corresponding to our experimental imaging
conditions, both radiation damping and dipolar couplings
were found to play negligible roles in the time evolution of
the magnetisation. For our typical magnetisation densi-
ties, they induced less than 2×10−4 of relative changes in
the amplitudes of the reconstructed images and have thus
been subsequently overlooked. This further simplified the
calculations that have been fully performed in the direct
space.

When the applied imaging gradients are aligned with
the sides of the sample, the factorisation of the spatial
dependencies that is obtained for free diffusion (Eqs. 3
and 4) is preserved, hence simple 1D solutions are found
for M+. Examples of results are displayed in Fig. 11 for
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the case where only a phase-encode gradient pulse is used
(Gr=0). The constant value of the signal S(t) following
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Figure 11: Computed amplitudes (top row) and phases
(bottom row) of the local magnetisationM+(t) are plotted
as a function of position along the applied gradient Gp,
assumed here to be parallel to sides of the 11×11 mm2

square sample. The parameters of the computation are
set to correspond to those of the SLASH images in Fig. 6:
Tp=3 ms, Gp=5 mT/m (hence kp=30 cm and δp=1 mm),
D=1.1 cm2/s. Left column (at t=Tp): magnetisation just
at the end of the encoding pulse. Right column (at t=t1):
magnetisation at the time of the first read gradient echo
in Fig. 6.

the end of the phase encoding, here found to be 0.0531×
S(0) with the chosen phase encoding, results from mag-
netisation maps that strongly change with time but yield
a constant magnetisation average. For the chosen param-
eters (corresponding to the highest encoding step in the
image of Fig. 6), a strong edge enhancement is already
observed just after phase encoding has been completed
(t=3ms, left part of the figure) and subsequent evolu-
tion affects the position-dependent amplitude and phase
of M+.

When the applied gradient is not parallel to the wall,
distortions of the plane-wave pattern created along this
gradient, with lines of constant phase constrained to be
perpendicular to the walls, progressively invade the bulk
of the sample. This is illustrated in Fig. 12, in which the
only difference with Fig. 11 is that Gp is applied along a
diagonal of the sample.

Finally, Fig. 13 displays examples of computed signals
for Gp=0 and a double read gradient echo for a centred
read path (Fig. 13a, corresponding to C1 →C2 →C1 in
Fig. 2) or an off-centred path (Fig. 13b, corresponding to
R1 →R2 →R1). Here, Gr is aligned with the sides of the
sample so that 1D maps are obtained (as in Fig. 11). The
lower part of the figure (c and d) displays the correspond-
ing 1D magnetisation maps computed at the centres of the
read paths (lines), as well as the attenuated amplitudes
inferred from the relevant b-values derived in section 2
for free diffusion (symbols). Except for very strong signal
attenuations, the latter accurately reproduce the magneti-
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Figure 12: Computed amplitudes (top row) and phases
(bottom row) of M+(t) are plotted as a function of po-
sition along Gp, assumed here to at 45◦ of the sides of
the square sample. 2D maps and 1D profiles along the
displayed diagonals are plotted. All parameters are the
same as in Fig. 11.

sations obtained in the centre of the sample, away from
the walls. But, in the neighbourhood of the walls, diffu-
sion is hindered and magnetisation decay is significantly
reduced. However, local phase shifts somewhat reduce
the component of M+ that contributes to the signal (solid
lines) with respect to its local amplitude (dashed lines).
After integration over the sample, the enhanced local am-
plitude that is preserved near the edges contributes to a
signal amplitude (shown as open symbols in Fig. 13c) that
is higher than expected from a free diffusion model (Eqs.
7 and 14, solid symbols).

The influence of edge enhancement on the reconstructed
images obtained with a SLASH sequence have been quan-
titatively evaluated using this exact 2D lattice simulation
in a square cell. Fig. 14 displays the reconstructed image
(a) of computed data for the high-resolution SLASH (S1)
sequence and the ratio I2/I1 of the two images (b). The
upper parts of the plots are profiles along the indicated
lines; a moderate enhancement of the amplitude in the
image (7%) is observed near the edges of the sample; the
attenuation map displays variations of I2/I1 from 0.6 (at
the sample centre) to 0.65, and a sharp increase above
0.75 at the very edge of the sample. A statistical analy-
sis of the attenuations yields I2/I1=0.638±0.018, whereas
the attenuation map obtained assuming free diffusion (us-
ing, e.g., the 3D model) is uniform and yields I2/I1=0.623
for the same imaging parameters, which is only 2% lower.
Indeed, edge enhancement and modification of the sig-
nal attenuation in a square cell may quantitatively differ
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Figure 13: Computed signal amplitudes (top row) are
plotted as a function of time for a double gradient echo
scanning a centred interval of the k-space (Fig. a) or an
off-centred one (Fig. b, see text). Bottom row: magnetisa-
tion maps at t1=7.5 ms (upper curves, black online) and
t2=16.5 ms (lower curves, red online). Open symbols:
signal amplitudes of Figs. a and b at the corresponding
times. Closed symbols: expectations from a free diffusion
model. Gr is parallel to sides of the square sample. The
parameters also correspond to those of the SLASH images
in Fig. 6: Tpre=3 ms, Tr=9 ms Gr=1.3 mT/m (kr=12 cm),
D=1.1 cm2/s.

from those obtained in a cylindrical cell. However, with a
SLASH scheme, three different gradient orientations are
probed: parallel, perpendicular, and at 45◦ with respect
to the walls of the square cell, so that different effects of
distortions of phase maps in the bulk of the gas due to
boundary conditions (see Fig. 12) are actually taken into
account.

To summarise the results of these simple 2D simula-
tions, weak and localised image distortions (edge enhance-
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Figure 14: Images and profiles obtained using the exact
2D simulation with the sequence S1 in a 11 mm square
box for D=1.1 cm2/s. Figure a: image I1 reconstructed
from the first echo. Figure b: ratio I2/I1 of the images
from the two echoes.

ment) and a mild decrease of the average inter-image at-
tenuation have been found for our SLASH imaging con-
ditions and samples. These simulations provide a flexible
and fast tool to quantify these effects and to validate the
use of the simplified 3D method of Section 3.2 to compute
the effect of concomitant gradients in our experiments.

C Apodisation and point spread
functions in double-cross
SLASH and FLASH schemes

Three apodisation functions have been used in image re-
constructions: the usual Hanning window wH and broader
sine-based apodisation windows w1 and w2 suggested in
[53]:

wH(p,Np) = sin2 [πp/ (Np + 1)] (20)

w1(p,Np) = sin [πp/ (Np + 1)] (21)

w2(p,Np) = 2 sin [πp/ (Np + 1)]− sin2 [πp/ (Np + 1)] .
(22)

The efficiency of these apodisation functions to reduce
Gibbs truncation artefacts is conveniently discussed using
Fig. 15, that displays the associated point spread func-
tions (PSFs) for a 1D×1D factorised apodisation (a and b,
FLASH reconstruction scheme) and for a 2D radial apodi-
sation (c and d, SLASH reconstruction scheme). Without
apodisation, the PSFs display nodes and secondary lobes
that directly reflect the square or near-circular symme-
try of the acquired k-space (Fig. 15a and c). Ampli-
tude profiles are displayed in Figs. 15b and d for se-
lected situations. Without apodisation, the narrowest
and most oscillating profiles are obtained, corresponding
to the plotted images. For the FLASH reconstruction
scheme, the profiles along the encoding direction (the solid
line, corresponding to a sinc function) and along a diag-
onal (the dashed line) differ in width and shape. As is
well known, the oscillations are efficiently reduced when a
Hanning apodisation wH is used, but a significant broad-
ening (×1.6) of the PSF inevitably results. All widths and
amplitudes are listed in Table 4. For the SLASH recon-
struction scheme, the isotropic PSF profile is the (ampli-
tude) Airy function 2J1(kpx)/kpx when no apodisation
is performed (image and narrowest curve in the figure).
Fig. 15d also displays the PSF profiles obtained when ap-
plying w2, w1, and wH. They exhibit increasing widths
and decreasing oscillations. The amplitude of the first
minimum is evenly distributed in a uniform ring and it is
more shallow than the localised minima of the square pat-
tern. Furthermore, oscillations decay more rapidly with
increasing distance. Gibbs truncation artefacts are thus
usually less prominent in SLASH images, and therefore a
satisfactory trade-off between the broadening of the PSF
and its oscillations can often be obtained using w1 or w2

instead of wH, depending on the contrasts in the imaged
object.
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Figure 15: Computed PSFs corresponding to truncation
in k-space. Figures a and b: FLASH reconstruction
scheme for maximum k values (k=±π/δ) corresponding
to resolutions δr=3 mm and δp=1 mm. Figures c and d:
SLASH reconstruction for the same parameters, that are
those of the high-resolution acquisitions of Fig. 6. Images
a and c: 2D PSFs resulting from sharp truncation, that
yields sinc function variations along the axes (for image
a, with profiles in Fig. b) or an isotropic Airy function
variation (for image c, with profiles in Fig. d). Figure b:
PSF profiles (FLASH scheme) along the phase encode axis
(solid lines) or a diagonal (dotted lines), without apodisa-
tion (thin blue curves) or with Hanning apodisation (thick
black curves). Figure d: PSF profiles (SLASH scheme) for
various apodisations. All widths and oscillation character-
istics are listed in Table 4.
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