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The evaluation of the eye fundus from retinographies could be challenging, especially at early 
stages where the changes are very subtle or when the ocular media is not transparent enough. This 
combined with the intrinsic metamerism of colour fundus cameras constrain the diagnostic 
capabilities of these instruments. However, spectral imaging overcomes this limitation since it 
offers high and extended spectral sampling, even towards the near infrared (NIR), providing 
information from layers behind the retina1,2. The subsequent image processing and analysis have 
traditionally applied techniques such as intensity thresholds, principal component analysis or 
probability distribution models3 which are different from the mechanisms followed for physicians 
during clinical judgement. In order to leverage recent progress in deep learning for computer vision, 
artificial neural networks have been recently developed for eye fundus assessments with promising 
results4,5. Therefore, the goal of this work was to apply deep learning techniques to the 
classification of multispectral images from healthy and diseased eyes fundus obtained by means of 
a fast visible (VIS) and extended infrared multispectral fundus camera (400 nm – 1300 nm) with 
high spectral and spatial resolution, including the relatively unexplored range beyond 900 nm6. 
 
The study was conducted at the Institute of Ocular Microsurgery (Barcelona, Spain) and the 
University Vision Centre of the Universitat Politècnica de Catalunya (Terrassa, Spain). From all the 
database, 68 healthy and 68 diseased eyes from 89 subjects (63% females and 37% males) with a 
mean ± standard deviation in age of 54.5 ± 16.0 years have been considered. Ethical committee 
approval was obtained and all patients provided written informed consent before any examination. 
The Declaration of Helsinki tenets of 1975 (as revised in Tokyo in 2004) were followed throughout 
the study. The multispectral fundus camera6 comprises 15 spectral bands divided in two detections 
arms, one for the VIS-NIR range (400 nm – 950 nm) and another only for the NIR range (960 nm – 
1300 nm). The deep learning network was originally developed by Ly et al.7 at Inria (Sophia-
Antipolis, France) for sustained ventricular arrhythmia prediction using cardiac computed 
tomography images and it was recently adapted to work with multispectral eye fundus images. It 
consists of a conditional variational autoencoder (CVAE), which is divided in an encoder and a 
decoder branch, and a classifier model. In the encoder of the CVAE, the eye fundus images are 
combined with a mask (Fig. 1) followed by a series of regular convolution layers to generate a low 
dimensional space that feeds the classifier. From the low dimensional features as inputs, the 
decoder applies regular and transpose convolution layers to reconstruct the original eye fundus 
images, concatenating them again with the corresponding masks. In short, the main advantage of 
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the autoencoder architecture is the comparison between the encoder-
decoder outputs with the original data since the resulting error is backpropagated through the 
network at each iteration to improve its performance, while also optimising the classification 
performance. It enables to generate a low dimensional representation of the data that is 
discriminating between healthy and diseased patients. The dataset was divided in 
training/validation (90% data) and test (10% data) subsets. 
 

 
Figure 1: Four spectral eye fundus images (left) and the mask applied (right). 

 
The CVAE was applied to three approaches: (1) using the 12 images of the VIS-NIR arm (image size 
= 1757 x 1757), (2) using the 15 images from the VIS-NIR and NIR arms resizing the images from the 
latter (image sizes = 1757 x 1757), (3) using the 15 images from the VIS-NIR and NIR arms with the 
original size (image sizes = 1757 x 1757 and 386 x 386, respectively). The best classification 
accuracies for the three approaches when applied to the test subset were (1) 92.86%, (2) 100.00%, 
and (3) 100.00%. The loss parameter has also to be considered since it quantifies the error of the 
performance of the algorithm; for the three approaches it was (1) 0.188, (2) 0.185, and (3) 0.187. 
From these results, it can be concluded that the combination of the 15 spectral images from the 
VIS-NIR and NIR led to the highest accuracies and lowest losses, even the differences with respect 
to the other approach were very small. Although the use of the wavelengths of the NIR arm 
improved the performance of the network, only considering those from the VIS-NIR also produced 
an excellent classification. The image resizing used in the approach (2) involved a technically less 
complex implementation since the CVAE remained unchanged, while for the approach (3) the 
encoder and decoder had to be split in two branches due to the different image size. Future work 
will be focused on increasing the dataset and adapting the network to detect specific eye fundus 
pathologies such as age-related macular degeneration, glaucoma or diabetic retinopathy. 
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